[Cut-density in angiotomography (author's transl)].
Tests show that the usual definition of cut-density is not applicable to angiotomography. New appropriate data for definition should take account of the relation between vessel and direction of cut and between timing of cut and contrast. These data cannot be obtained by examination in vivo. The concept of cut-density should be abandoned for inear angiotomography and replaced by that of layer of definition.